A simplified method for typing haemoglobin using ultrathin-layer isoelectric focusing.
Haemoglobin alleles were identified by isoelectric focusing using ultrathin-layer polyacrylamide gels, containing pH 3.0-10.0 ampholytes. The run parameters were chosen to co-ordinate with other isoelectric focusing methods currently used by the authors' laboratory. The method devised separated the A, F, S, and C alleles.